The purpose of this report is to provide a summary of our past four years of research in which we conducted a multiple case analysis employing the framework of force-plate and VAG (Vibroarthrographic) acoustic signals of the knee joint relating to normal and affected knee movements. It is done by tracking changes in quadriceps, hamstring, and tibialis muscles with Electromyography (EMG) signals. Also, EMG to force transfer functions were compared to determine if consistent changes occur between healthy and unhealthy knees [62 -65] . Thus, the investigation was a description and confirmation of knee conditions using multiple measurements across four individuals with pathology or abnormality in the knee capsule. Moreover, the research team attempted to answer the following: Do variances in the acoustic signals, EMG amplitudes, and force output signals identify reliable changes across affected and unaffected knees during movements in sitting to standing (squat movements) and marching movements at varying rates?
BACKGROUND
The exploration of novel assessments of knee pathology stem from the cost and limitations of current assessment such as MRI. While MRI assessment has been a clinically useful, a review by Yusef et al. [61] examining data from 22 studies of knee pain and osteoarthritis as assessed through MRI has concluded that the level of evidence from MRI related to knee pain and Osteoarthritis (OA) were limited and conflicting. So precision of MRI to detect, predict, and differentiate tissue damage is, at best, still evolving.
The cost of MRI for the knee with contrasts, according to Healthcare Bluebook on 4/21/18, estimates rough $1071.00 as a fair price for this assessment. While the MRI also gives a good depiction of tissue densities and images that can be quantified, it is not dynamic and may not account for movement related changes in tissue for a more comprehensive diagnosis. It is also likely that VAG would be similar to the cost of X-ray which hover around $84.00 per assessment [64, 65] .
When a tissue is swollen, the MRI images are often less clear, so timing of the assessment relative to the injury can often impact the accuracy. VAG, at present, does not differentiate tissue damage, but through regression models, and further testing, it can be improved. This technology has been evolving since the early 1980's but with greater sensor capabilities, improved software, multi-model integrating of EMG, force plate translation, and wireless/portable capabilities, this assessment could benefit knee assessment in multiple settings. Moreover, VAG could serve as a cost effective, dynamic assessment that reflects real-time changes within the knee, even with synovial distortion.
VAG techniques detect changes in the knee joint at the internal and external articular surfaces through knee sounds. The knee acoustics were measured first through stethoscope and then vibratory sensors [62] . VAG allows for the assessment of useful indicators of the popping (crepitus) sound, gliding of the patella-femoral joint, and the potential multiple frequencies emitted when the movement of the articular cartilage surface is studied [62, 63] . Moreover, these sounds have been linked to changes in Osteoarthritis (OA) of the knee as graded by Kellegren and Lawrence scores (KL) in the patellofemoral joint. The KL grading scale is for classifying the status of OA into five grades, with 0 representing normal and 4 the most severe disease: Grade 0: None (no OA), Grade 1: Doubtful (no narrowing of joint space and possible osteophyte), Grade 2: Minimal (definite osteophytes and possible narrowing of joint space), Grade 3:
Moderate (moderate osteophytes, definite narrowing of joint space, some sclerosis and possible deformity of bone contour), Grade 4: Severe (large osteophytes, marked narrowing of joint space, severe sclerosis and definite deformity of bone contour). One recent study using VAG demonstrated moderate to high correlations with KL classifications (r ranging from 0.53-0.56) and sensitivity to predict OA and correct prediction of OA classification analysis to be as high as 89.52% and 82.8%, respectively [8 -13] . In this manner, VAG signals could help avoid unnecessary exploratory surgery because they demonstrate good discriminant validity and sensitivity for differing levels of degeneration. Additionally, VAG could enhance assessment of appropriate candidates for surgery or knee replacement while also tracking for joint degeneration without surgery or expensive imaging techniques. Thus, assessment could be performed in a cost-effective, noninvasive manner. Perhaps the most logical reason for the lack of development in this area has been the complexity of interpreting the wavelet data in the time and frequency domains, and signal processing techniques to arrive at an accurate estimation of normal versus abnormal patterns.
MULTIPLE-CASE REPORT

Experimental Arrangement and Procedures
After formal approval of Institutional Review Board for Human Subjects was granted, volunteers were recruited to perform squatting and marching tasks for the experiment. The criteria for inclusion were: 1) previous history of knee injury, 2) no current contraindications that squatting or marching would be detrimental to the knee, and 3) a health history that does not preclude any normal exercise.
Four subjects were selected and tested from a variety of age groups. Subject 1 was an 18-year-old male with no specific knee issue. Subject 2 was a 69-year-old male with severe arthritis in both knees. Subject 3 was a 25-year-old female with a torn meniscus of her right knee. Subject 4 was a 68-year-old male who complained of chronic pain in both knees (under exercises) but recent MRI or other medical examination did not indicate any issue [33] .
To examine force, a bertec force plate (Columbus, OH) measured force and torque transfer across 6 degrees of freedom (Tsuneo Yoshikawa, Foundation of Robotics: Analysis and Control, The MIT Press, Cambridge MA 1990) (force parallel to the x, y, and z axes, torque around the same three axes) during sit-to-stand movements and marching movements. These recordings were integrated into an electrophysiogram (BIOPAC MP 150, Goleta, CA) so that acoustical (vibrational) and force sensations were recorded simultaneously. All were sampled at 1000 samples per second and were saved as Excel files for Matlab analyses later. A 10-lead Delsys EMG system (Natick, MA) recorded surface muscle activity, sampling at 1,000 samples per second. Thus, the data set consisted of ground force and torque measured with a force plate, knee vibration measured with a vibration sensor attached to the inner side of the knee, and EMG signal measured with a set of EMG sensors. The xyz-coordinate axes are affixed to the force plate and the locations of the sensors are shown in (Fig. 1) . The test subjects performed two types of activities; marching and squatting, with one foot on the force plate while Goniometers the other foot in on an elevated surface to align the stance. The force plate and vibration sensor signals were acquired by a Biopac TM package, and the EMG signals were acquired with a Delsys TM package. The acoustic sensor was attached to the subject's knee between the medial condyle of the tibial bone and the medial condyle of the femur. An electrode gel was used on the surface of the sensor. Once the sensor was in place, it was secured with a medical tape wrapped around the knee. The vibration sensor was attached to the leg that was placed on the force plate. After testing the first knee, the vibration sensor was switched over to the other leg that was placed on the force plate for the second round of the test. The force plate measured the x-, y-and z-components of the force and torque vectors. Ten EMG sensors (five per leg) and two goniometers (one per leg) were attached to the subject. The goniometer was used to assure that the subjects bent their knees properly. The five EMG sensors were attached to the belly of the vastus lateralis, vastus medialis, rectus femoris, biceps femoris, and the anterior tibialis muscle. Once all EMG sensors were in place, the goniometer was attached, lined up with the greater trochanter of the femur bone and the lateral malleolus of the fibula [33] . The subjects then performed a series of marching and squatting at set frequencies guided by a metronome for 70 seconds. Here frequency was defined as the completion of exercise, e.g., 2 Hz marching was defined as two cycles of marching that caused the foot on the force plate land on it twice in 1 s. In other words, the subject touched the ground with the two feet four times in total every second, or 240 times in one minute. The subject was guided by 240 beats per minute on the metronome for 2 Hz marching. Similarly, 1 Hz squatting meant one crouching and standing motion in 1 s. The subject was guided by 120 beats on the metronome to crouch and stand.
The signal from each sensor was sent to a channel of the Biopac TM or Delsys TM system. The two systems were synchronized manually. All the signals were analyzed in the frequency domain via Fourier transform of the time series collected by the Biopac and Delsys systems at the sampling rate of 1 kHz (1000 samples per second). The vibration sensor (acoustic) signal in Subject 2 is much weaker (approximately by two orders of magnitude weaker at the peak value) than in Subject 1. This can be attributed to the presence of fluid in the knee cavity. Subject 1's vibration signal has a peak at 1 Hz (the double of the frequency of activity), while Subject 2's vibration signal barely shows a peak at 1 Hz. The 1 Hz peak indicates that the vibration sensor detects a signal when the foot is raised from the force plate and then lowered back down on the force plate. It is further argued that the vibration signal is associated with the knee's flexion-and-extension motion, which is correlated with Ry signal. The fact that Subject 2 does not show the 1 Hz peak indicates that the vibration signal is weaker when the foot is raised or lowered [13] . This observation is consistent with the above speculation that Subject 2 has fluid in his knee cavity. It is also consistent with the fact that Subject 2' Ry signals is an order of magnitude lower than Subject 1.
Marching Activity
Another interesting feature observed in the vibration signals from the two subjects is their spectral shapes around the frequency of activity. In oscillation dynamics, spectral peak broadening represents energy damping [62] which normally results in attenuation of the signal at the frequency of activity, leading to reduction in the peak value. This is perfectly consistent with the above observations that Subject 2 exhibits a two orders of magnitude lower peak value in the vibration sensor signal and an order of magnitude lower peak in Ry signal than Subject 1. It is likely that the fluid in the knee cavity reduces the vibration associated with the flexion-and-extension motion. Also notice that Subject 2's left knee exhibit significantly broader peak at 0.5 Hz than his right knee, indicating that his left knee is more problematic than the right. Now we look at torque signals. As will be discussed in the following paragraphs, relative strengths of Rx, Ry, and Rz indicate stability/instability of knees. Both subjects demonstrated strongest torque around the z axis with the highest spectral peak at 0.5 Hz. With the activity frequency of 0.5 Hz and the experimental arrangement where one foot lands on the force plate at a time, the force plate detects the signals every two 2 s or 0.5 Hz in frequency. The appearance of the spectral peak at 0.5 Hz is accountable. The fact that the Rz signal is stronger than Rx and Ry indicates that when the foot lands on the force plate, the subject adjusts internal-external rotation by exerting the torque Rz [62] .
In marching motion, the torque around a vertical axis indicates instability because the internal-external rotational motion (i.e., to move the foot as if squishing a bug) is not the dominant mode of motion [14, 15] . Similarly, rotational motion associated with Rx (outside-inside tilting motion of a foot) is not the dominant mode. Instead, the flexion-andextension should be the dominant mode, since the subject kicks the ground (force plate) backward. This motion should be exhibited by the Ry signal at the frequency of the activity. Hence, it can be said that a strong signal in Ry is an indicator of a healthy knee, and a strong signal in Rx or Rz is an indicator of weakness. Subject 2 shows a factor of three-to-five lower signal in Ry (the healthy knee indicator), and two-orders of magnitude higher Rz (the weak knee indicator) than Subject 1. In addition, Subject 2's Rz spectrum is much broader than Subject 1's around the frequency of activity. As mentioned above, spectral peak broadening represents higher energy damping due to loss mechanisms. In the case of Rz, it is possible that friction between the foot and the force plate surface due to unstable (less controlled) motion of the foot is the main loss mechanism. These tendencies are greater in Subject 2's left knee, which is the more problematic one as indicated by the vibration signal. Rx signals also support this observation. Subject 2's Rx signal is higher than his right knee, and much higher than Rx of Subject 1. All these observations are consistent with each other, leading to conclusions that Subject 2 has weaker knee than Subject 1, and Subject 2's left knee is weaker than the right. Fig. (2) . Marching fourier spectra from subject 1 (upper) and subject 2 (lower). Fig. (3) shows the Fourier Spectra [67] of the Subjects 3's left and right knees during the 1 Hz squat activity. This subject has a torn meniscus in her right knee. In both knees, a peak appears at the activity frequency of 1 Hz. The three torque signals have approximately the same level of magnitude except that the right knee's Ry is somewhat lower towards the low frequency end. The same level of magnitude in the three torque signals indicates in the squatting motion the foot exerts torque equally in the three rotational degrees of freedom [68] . The lower Ry seen in the right knee indicates that the torn meniscus weakens the torque for the flexion-and-extension. The right knee shows much broader peak in all signals, clearly indicating instability due to the torn meniscus. The left graph is for the quadriceps femoris and the right graph is for the biceps femoris or one of the hamstring muscles. When a muscle is fatigued, the EMG-signal is known to increase in the amplitude and decrease in the mean frequency. Fig. (4) does not show clear tendency of fatigue in either leg or muscle. In fact, the mean frequency appears higher in the second set than the first. It is possible that the frequency is lower in the first set because the muscles are not warmed up. It is clear that the right quadriceps femoris and hamstring exhibit higher muscle amplitude than the left. This indicates that the right leg muscles are working harder (less efficiently, as will be discussed shortly) because of the meniscus issue. Fig. (4) . EMG signals from quadriceps femoris and hamstring of subject 3.
Squatting Activity
Since the EMG signal is an indicator of muscle's energy and the torque around the y-axis (the torque for the flexionand-extension) is important for the squatting activity, the ratio of the torque to the EMG (Ry/EMG magnitude) can be used to evaluate the efficiency of the muscles for the activity. Fig. (5) plots the ratio (called the EMG to Ry transfer function) for the quadriceps (left graph) and hamstring (right graph). Contrary to our prediction, the right femoris shows higher efficiency than the left femoris. On the other hand, the left hamstring shows higher efficiency than the right hamstring. We suspect that as efficiency of movement wanes, subjects become quadriceps dominant and the protective effect of balanced hamstring-to-quadriceps ratios decline. It is only speculative at this point: we do not have a more convincing explanation for this observation at this time. [62] appear similar between the left and right Fig. (7) . The efficiency also appears the same between the left and right . These observations indicate that both knees of Subject 3 behave similarly without indication of loss mechanism such as the presence of knee cavity fluid and frictional nature of the knee/foot motion, which would cause spectral broadening. 5 and 8) indicates that Subject 4, although he complains discomfort while doing exercises, has the same efficiency between the two knees. This may be why the X-ray image does not indicate any structural defects. This is different to Fig. (5) for Subject 3 who has a torn meniscus on the right knee.
DISCUSSION AND CONCLUSION
Human knee functionality, when examined by acoustical sensor, muscular firing, and force, can produce data that describe knee behavior related to torque exerted around an axis. Moreover, these measures produced some important trends that were gathered with a non-invasive, cost-inclusive technology that has tremendous potential in the sport and exercise medicine setting [69 -75] . The signals were analyzed in the frequency domain. For each subject, the data were discussed in association with the knee condition specific to the subject. Transfer functions [76 -83] became increasingly useful as the multilayer approach to knee sounds, ground force actions, and muscle firing, where they were compared in this complex manner. Key observations made during the multiple case report included;
Degrees of freedom around the Rz axis demonstrated clear differences from internal-external rotation between 1.
an injured and uninjured knee for subjects 1 and 2. movements between injured and uninjured knees, sound dampening in the knee of subject 2 indicated increase in synovial fluid and lower peak magnitude values as causes of lower vibration in this frequency range. Subjects 1 and 2 had differing orders of magnitude in the Rz and Ry axis indicating compensation of internal 3.
and external rotation through increased changes in flexion-extension characteristics. Rx was similar in both subjects 1 and 2 indicating calibration was accurate. 4.
To truly support these findings, a larger scale study is underway to develop more accurate and complex screening tools for knee pathology. The aim of the next study will be to reproduce these results and provide validation for prediction of knee pathology non-invasively. The present multiple case presentation demonstrates a multi-layered analysis of knee sounds, muscle firing, and force generation that can be replicated and improved to aid sport and exercise medicine professionals assess knee pathology.
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